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I. INTRODUCTION
T HE SUCCESS of wireless communication systems together with the recent advances in different technologies have enabled the development of wireless sensor networks (WSNs) [1] . These networks are composed of low-cost transceivers and currently WSNs are used and tested in different application areas such as wireless control [2] , structural health monitoring [3] , and health care [4] . In addition, WSNs are finding their way into a new type of sensing where the wireless medium itself is probed using the communications of a dense network deployment. Such networks are referred to as RF sensor networks [5] since the radio of the low-cost transceivers is used as the sensor. These networks do not require people to co-operate with the system, allowing one to gain situational awareness of the environment non-invasively. Consequently, RF sensor networks are rendering new sensing possibilities such as device-free localization (DFL) [6] , and non-invasive breathing monitoring [7] .
Wireless networks are ubiquitous nowadays. Wherever we are, we interact with radio signals by shadowing, reflecting, diffracting and scattering multipath components as they propagate from the transmitter to receiver [8, pp. 47-67] . As a consequence, the channel properties change due to temporal fading [9] , providing information about location of the interacting objects and about the rate at which the wireless channel is altered. To quantify these changes in the propagation medium, one could for example measure the channel impulse response (CIR) [5] .
The CIR allows one to measure the amplitude, time delay, and phase of the individual multipath components, but requires the use of sophisticated devices. In the context of situational awareness, the time delay is the most informative. For example, in the simplest scenario when there exists one multipath component in addition to the line-of-sight (LoS) path, the excess delay of the reflected component specifies that an object is located on an ellipse with the TX and RX located at the foci [10] . Furthermore, the difference between the excess delays of consecutive receptions determines the rate at which the wireless channel is changing.
Devices capable of measuring the CIR can be prohibitively expensive, especially when compared to low-cost narrowband transceivers. As a drawback, these low-complexity narrowband devices are only capable of measuring the received signal strength (RSS) which is a magnitude-only measurement. Nevertheless, also the RSS provides information about the surrounding environment. First, when a dominating LoS component is blocked, RSS tends to decrease, indicating that a person is located in between the TX-RX pair [6] . Second, variance of the RSS indicates changes in multipath fading [11] and therefore, about the location of people and the rate at which they are interacting with the propagation medium.
Despite the fact that narrowband transceivers are not as informative as devices capable of measuring the CIR, one can leverage low-cost of the devices and deploy them in numbers to gain situational awareness. For example, temporal fading information from a dense RF sensor network can be exploited to perform DFL [6] , [12] . Moreover, recent literature has demonstrated that an RF sensor network can be used to monitor even small changes in the environment such as breathing of a person [7] , [13] ; a research topic we address in this paper.
Inhaling and exhaling of a breathing person causes very small variations in the propagation channel, which is reflected in the RSS measurements as small changes. A typical low-cost narrowband receiver's RSS measurement circuitry is composed of low-quality analog electronics and a quantizer. Thus, the induced noise can hide the breathing signal. In addition, breathing is typically observable in the RSS measurements of those links which are also the most sensitive to other variations in the environment, e.g. to movement of people. These other variations in the wireless channel cause undesired temporal fading which leaks to the RSS measurements and hides the breathing-induced RSS changes. We refer to such variations in the RSS as motion interference, since they degrade the performance of breathing monitoring.
In this paper, we address the above two challenges by designing a breathing monitoring system which makes the following contributions:
• Inexpensive IEEE 802.15.4 compliant transceivers are used as opposed to more expensive and complex ultrawideband (UWB) radios [14] or Doppler radars [15] which are also RF-based.
• It is empirically demonstrated that breathing can be accurately estimated using only one TX-RX pair, contrary to other related works which use numerous of sensors to fulfill the task [7] , [13] .
• Channel diversity, low-jitter periodic communication, and oversampling are exploited to enhance the breathing estimates and decimation is used to decrease the computational demands of breathing estimation.
• A hidden Markov model (HMM) is developed to identify motion interference, i.e., time instances when breathing estimation is not possible.
• Despite the simplicity of the experimental setup, we report the lowest breathing rate errors to date compared to other works [7] , [13] which also use IEEE 802.15.4 compliant transceivers.
• We also demonstrate that the breathing of two people can be monitored simultaneously, a result not reported in earlier literature.
The rest of the paper is organized as follows. In the remainder of this section we discuss the related work. Section II introduces the overview and requirements of breathing monitoring, the breathing-induceded RSS model, and individual components of the proposed breathing monitoring system. Section III describes the experimental setup that is used to validate the performance of the proposed system and Section IV presents the results of the experiments. Conclusion are drawn in Section V.
A. Related Work
Wireless technologies are finding their way into noninvasive vital sign monitoring, and common approaches include using a Doppler radar [16] or UWB transceivers [17] to monitor the respiration rate of a breathing person. Moreover, UWB [14] as well as Doppler radar [15] have demonstrated the potential to simultaneously monitor the heart rate. These works have shown that the vital signs can be monitored accurately in a non-invasive manner. As a drawback, they rely on sophisticated and expensive hardware making them impractical in many applications. As an example, the Kai Medical "Continuous" respiratory rate monitor [18] , although not yet FDA approved, is based on Doppler radar and said to be priced at $2000.
As an inexpensive alternative, one can use off-the-shelf narrowband transceivers for estimating the respiration rate of a person. RSS-based breathing monitoring was introduced in [7] and experimentally validated on a "patient" in a hospital bed. Moreover, an RF sensor network capable of monitoring and locating a breathing inhabitant in a residential apartment was demonstrated in [13] . These systems make measurements between N transceivers and one can increase the capability of the network by using more sensors, since the number of measurements increases by O(N 2 ). Non-invasive vital sign monitoring can create new opportunities not only for improving patient monitoring in hospitals but also in home healthcare e.g. to diagnose and monitor obstructive sleep apnea and sudden infant death syndrome [19] . Other opportunities include: enhancing the life quality of elderly in ambient assisted living applications, to add context-awareness in smart homes, and in search and rescue for earthquake and fire victims.
II. METHODOLOGY

A. Breathing Monitoring System
The respiration rate of a person can be monitored during time intervals of no motion interference and if the resolution of the RSS measurements is high enough. As an example, variations of the RSS measurements of a single IEEE 802.15.4 compliant TX-RX pair communicating on three different frequency channels at the 2.4 GHz ISM band are shown in Fig. 1 (a) . Clearly, some of the channels contain a periodic component when the process is stationary. On the contrary, the breathing-induced signal is not resolvable from the RSS measurements during motion interference (t ≈ 170s). It is also to be noted that after motion interference, channels exhibiting the periodic breathing signal have changed. Thus, breathing estimation is sensitive to the surrounding environment and it is expected that the number of wireless links and/or frequency channels capturing the breathing-induced signal are sparse.
Based on the observations, three mutually exclusive states for the breathing monitoring system are identified: no breathing person present (S 0 ), no motion interference (S 1 ), and motion interference (S 2 ). In this work however, we assume that a breathing person is always present and therefore, S 0 is not considered in remainder of the paper. The two states and the associated state transitions are shown in Fig. 2 . It is assumed that the current state of the system depends only on the previous state so that the measurement setup can be represented by a two-state Markov chain.
In order to accurately estimate the respiration rate of a person when the process is stationary, a breathing monitoring system depicted in Fig. 1 (b) is proposed. First, Mean Removal is mandatory because of the used spectral estimation technique. Second, a Motion Interference Detector monitors the mean removed RSS measurements, denoted byỹ(k), and the state of the system to enable breathing estimation only when the system is in state S 1 . Third,ỹ(k), is pre-filtered to enhance the quality of low-resolution measurements and down-sampled by a decimation factor M to decrease the computational requirements of the Breathing Estimator. The down-sampled signal, r(n), is used to estimate the parameters, denoted by θ, of the breathing-induced signal.
B. Measurement Model
In the following, we present a breathing induced RSSmodel. The RSS measurement in dBm at time k on channel c containing an additional signal can be written as
where g c (k) is an unknown signal, and c (k) is wide sense stationary (WSS) noise with mean µ c and variance σ 2 . When a breathing person is present, it can be assumed that g c (k) is sinusoidal [7] ,
where A c , φ c , and f are the amplitude, phase and frequency in respective order and T s is the sampling interval. Considering the limitation of resolving a signal from a sequence of measurements, which is dictated by the Nyquist rate, it is not difficult to communicate (sample) at such frequencies that enable breathing estimation since f is near 0.23 Hz for adults [20] , whereas for newborns f is near 0.62 Hz [21] . The considered transceivers enable communication over multiples of frequency channels. Thus, the RSS measurement in Eq. (1) can be extended to a measurement vector
where C is the number of used channels. Since the periodic component is generated by the breathing person, we assume that the frequency of the sinusoidal signal on the different channels is the same, whereas the amplitude and phase are expected to be channel dependent. Furthermore, the measurement noise contaminating each channel is assumed to be independent of the others. Consequently, the measurement model of the studied system is given by
Breathing monitoring aims at estimating g(k) using y(k).
C. Mean Removal
The mean removal subsystem provides zero-mean RSS measurements for the other components of the breathing monitoring system. In [13] , the use of a windowed average instead of a 7 th order Chebychev high-pass filter [7] was found superior for the purpose of breathing estimation, i.e.,
where L is the length of the window. Thus, the output of the mean removal subsystem isỹ(k) = y(k) − µ. Considering the two possible states of the system, the window length L must be determined according to parameters of the measurement system. When in state S 1 , values of L that are too small can suppress the spectral components of g(k). Selecting L too large can allow frequencies much lower than the minimum breathing rate to remain inỹ. When in state S 2 , L must compensate for the rapid changes in y(k). Therefore, L should be determined considering the sampling frequency f s , and the lowest and highest frequencies the system is designed to detect, i.e., f min and f max . In this paper we set L = f s /f max .
D. Motion Interference Detector
It has already been shown that the RSS experiences time intervals of considerable fading caused by the movements of people, whereas most of the time, the RSS remains nearly constant [22] . This fading / non-fading time varying process can be modeled as a two-state Markov chain [23] . However, the states of our system are not directly observable and therefore, we represent the system using a hidden Markov model (HMM). In order to make the decision of enabling or disabling breathing estimation, the state of the system is estimated through an observable measure, the RSS, which is a probabilistic function of the unobservable state.
The HMM can be used to calculate the probability of an observation x(k) given the state transition probabilities P , the conditional densities of the observations p x|s , and the initial state probability π using the forward procedure [24, pp. 109-114]
where α is the forward variable and Q is the number of states (Q = 2). The forward variable at time instant k for state s i can be calculated recursively
where
The output of the motion interference detector is the state that has the highest probability at time k and it is used to enable/disable breathing estimation.
E. Conditional Observation Densities
In order to determine the probability of the observation at time instant k, it is mandatory to consider the distribution of the observations given the state of the system. In this paper, our observation for the HMM is the average of the mean removed RSS measurements
This observation model is based on the following properties of the propagation channel and the used measurement setup. First, the time duration of one communication cycle (a single transmission on each frequency channel) is much lower than the coherence time of the channel. Thus, the propagation medium can be considered stationary over a single communication cycle. Second, the coherence bandwidth is assumed to be approximately flat, i.e., fading among the different channels are highly correlated. Consequently, the observation model in Eq. (8) allows us to use well-known distributions to characterize x(k) in the different states.
In state S 1 , the RSS measurements are dominated by quantization errors and electronic noise. Therefore, x(k) is the sum of independent and identically distributed random variables since the mean is removed and the different frequency channels use the same receiver. Due to the central limit theorem, the density of x(k) is expected to be Gaussian with zero-mean
The Rayleigh, log-normal, Nakagami and Ricean distributions are typically used in describing multipath fading, each having their own theoretical justification [9] . For example, in obstructed environments the transmitted signal typically experiences several reflections resulting that the observed fading can be characterized as a multiplicative process − giving rise to the log-normal distribution. The RSS measurements during motion interference are expected to follow the distribution describing multipath fading, since fading dominates the other noise sources. We use the lognormal distribution to characterize multipath fading, i.e., the observations when in state S 2 . Thus, in logarithmic scale, x(k) has the Gaussian density given in Eq. (9).
In Section IV-A, we conduct two experiments to derive the empirical distributions of the observations. The data are fitted to the theoretical density given in Eq. (9) . Statistical analysis is performed to verify goodness of the fits. The empirical and theoretical densities of the observations in the two different states are shown in Fig. 3 .
F. Pre-filtering
The amplitudes of g(k) are low and therefore, the quantization error of low resolution radio peripherals can hide the sinusoidal breathing signal. One could increase the resolution of the RSS measurements using for example a higher resolution analog-to-digital converter (ADC). Another option is to over-sample and then filter the measurements to increase the resolution [25, pp. 182-183] . We adopt the latter option and pre-filter the RSS measurements to increase the resolution of the breathing-induced signal. Further, decimation is exploited to decrease the computational requirements of the breathing estimator. Consequently, the designed pre-filter is a finite impulse response (FIR) decimator.
Given the range of possible breathing frequencies, the filter is designed to have a passband frequency of f min = 0.1 Hz and a stopband frequency of f max = 1 Hz. The passband ripple of the designed filter is 0.05 dB and has a 40 dB attenuation at frequencies higher than 1 Hz. The filter downsamples the measurements by a decimation factor M , thus the sampling interval at the output is M T s . We denote the mean removed and filtered RSS measurements as r(n).
In Fig. 4 , the measured RSS and the filtered signal using two different decimation factors is shown. The RSS has a periodic term included but it is not apparent due to quantization errors and noise. When pre-filtering is applied, the breathing-induced signal becomes evident. In section IV-D we investigate the effect of M to the computational cost and accuracy of the system.
G. Breathing Estimator
Breathing monitoring aims at estimating g(n) using N samples of the pre-filtered and down-sampled signal, where diag{·} is the diagonal matrix of the variances. The noise process, η(n), is expected to be approximately WSS Gaussian since M independent zero-mean measurements are summed by the decimator. This assumption is validated using the Kolmogorov-Smirnov test [26] using a confidence level of 95%. The hypothesis that η(n) is Gaussian is accepted for 13 of the 16 independent channels with an average p-value of 69% justifying the assumption.
The parameters of g(n) are estimated using a maximum likelihood estimator (MLE) which is an extension of the standard sinusoid parameter estimator [27, pp. 193-195] . If the covariance of the noise process in (10) is further simplified by assuming that the variances of all the components are the same, the log-likelihood function can be written as
In Eq. (11), θ denotes the parameters of g(n), i.e.,
where A = [A 1 , . . . , A C ] and Φ = [φ 1 , . . . , φ C ] are the amplitude and phase of the different channels, and f is the common frequency. The parameters of g(n) can be estimated using spectral estimation techniques as proposed by Patwari et al. [7] . A good approximation of the MLE of f is the frequency where the power spectral density (PSD) has its maximum f = arg max
where r c (n) is the c th component of r(n), and M is the decimation factor. After the frequency is estimated, it can be used to compute the estimates of the channel amplitudes and 
III. EXPERIMENTS
In this section, we describe the experimental procedure carried out for this paper. In order to quantitatively evaluate the performance of the presented breathing monitoring system, we deploy two nodes on opposite sides of a bed at a height of 0.85 m, 1.95 m apart from each other. The nodes are equipped with Texas Instruments CC2431 IEEE 802.15.4 PHY/MAC compliant transceivers [28] . The transceiver micro-controller units run a communication software and a modified version of the FreeRTOS micro-kernel operating system [29] , both developed by researchers at Aalto University.
One of the nodes is programmed to transmit packets over each of the 16 frequency channels defined by the IEEE 802.15.4 standard [30] at the 2.4 GHz ISM band. After each transmission, the node changes the frequency channel. The other node is programmed to receive the packets and to relay the data onward to a laptop for offline analysis. On average, the transmission interval between two consecutive packets is 1 ms, with a standard deviation of 131 microseconds between receptions. Thus, the sampling rate T s of each frequency channel is 16 ms resulting in a sampling frequency f s = 62.5 Hz. The received packets are timestamped with a resolution of 1/32 microseconds. During the test, a person is in the bed and breathing at a constant rate relying on a metronome to set the pace for exhalation and inhalation. The person is breathing at a rate of 12 breaths per minute (bpm), i.e., 0.2 Hz. In each experiment, three different postures (lying on the back and on both sides) are tested to conduct breathing estimation in different poses. The changes in posture introduce motion interference to the measurements. In total, the test is repeated five times to verify reliability of breathing estimation using the methods presented. The experimental setup is shown in Fig. 5 and the experimental parameters are given in Table I .
IV. RESULTS
In this section, we first give the conditional probability density fitting results for the HMM based motion interference detector and in Section IV-B, we evaluate the accuracy of breathing estimation using the experimental setup and methods proposed in this paper. In Section IV-C, the effect of channel number to the accuracy of breathing estimation is empirically studied. Thereafter, we investigate the impact of the decimation factor M and sampling frequency f s to the system performance. In Section IV-E the effect of posture to breathing estimation is studied. We conclude the chapter in Section IV-F by experimentally showing that the breathing rate of two people can be estimated using the RSS measurements of a single TX-RX pair.
Throughout this section, the accuracy of breathing estimation is evaluated as the mean error off in bpm,
wheref (t) is the t th estimate of the breathing frequency f , and T is the total number of estimates. We do not consider the human induced errors in the experiments, i.e., phase noise is not further considered in the evaluations.
A. HMM Conditional Density Fit
We conduct two additional experiments in order to derive the conditional densities of the observations. In one of the tests, the person is breathing in between the transceivers but is otherwise stationary. In the other experiment, the person is continuously moving in between the nodes causing temporal fading. In both tests, approximately 18750 RSS measurements on each frequency channel are collected. The data are used to determine the conditional densities of x(k) in the two states. The empirical distribution of the observations in the absence of motion interference is shown in Fig. 3 (a) , and the empirical distribution of the observations in the presence of motion interference is shown in Fig. 3 (b) . The empirical densities for both tests are obtained and tested against the theoretical distributions (given in Eq. (9)) using the Kolmogorov-Smirnov test [26] . From both densities, 1000 samples are drawn and tested with respect to the theoretical distribution with a confidence level of 95%. For both tests, the hypothesis that the observations belong to the tested theoretical model is accepted. The p-values of the statistical tests are 38% and 22% for the Gaussian distributions when in state S 1 and S 2 in respective order.
Parameters of the HMM and the theoretical conditional densities are given in Table II . The state transition probabilities of the HMM are derived from experimental data. It is to be noted that since the conditional densities reflect the observations of the two states accurately, the system is robust to changes in the state transition probabilities. In Fig. 6 (a) , the motion interference instances triggered by the HMM in one of the experiments and in Fig. 6 (b) , a 12 second time period of the test are shown. The HMM identifies the motion interference instances reliably in all the experiments without causing false state transitions when the person is stationary but breathing.
B. Estimating the Breathing Model Parameters
The model parameters are evaluated using the latest N measurements when in state S 1 . One realization of breathing estimation is shown in Fig. 7 (a) , where the PSDs of the different channels are shown in gray and the average PSD of the channels is shown in black. The estimated breathing frequency of the time interval is 0.2005 Hz, i.e., 12.03 bpm an error of 0.25% from the true respiration rate. Estimating the breathing rate is very accurate, and the mean error of the estimates is 0.03 bpm with a standard deviation of 0.02 bpm. For comparison, an end-tidal CO 2 meter, the gold standard breathing rate monitor used in hospitals [31] , is accurate to ±1 bpm.
The polar plots of phase and amplitude estimates are shown in Fig. 7 (b) . In general, channels that are affected the most by breathing, measure a high amplitude. Thus, the amplitude of the model parameters can be used to detect the presence of a breathing person as proposed in [7] . In section IV-C, we exploit the amplitude estimates as a channel selection criterion and show that respiration rate monitoring is plausible using the measurements of a single TX-RX pair communicating on one frequency channel.
It can be observed in Fig. 7 (b) that the phase estimates are bimodal with two modes 180
• apart from each other. This observation is counterintuitive at first glance since the channel variation is caused by the same physical phenomenon, i.e., the breathing person in this case. However, exhaling may yield an increase or decrease in the RSS depending on the propagation channel and frequency channel of communication. Therefore, the RSS measurements of a particular channel might reach a maximum while another attains its minimum. We observed this behavior in all of the tests and in section IV-F, we demonstrate that the phase estimates contain information about the number of people.
In Fig. 7 (c) ,ỹ(k), r(n), and g(n) are shown. The modeled signal g(n) deviates from the filtered signal r(n) due to phase noise. Even though we relied on a metronome to set a predefined pace for the respiration, due to the humanin-the-loop, it was not possible to assure that the person always exhaled and inhaled the same amount of air or that the duration of one breath cycle was always the same. In the long-run, these deviations average out and the estimated signal is sufficient for breathing monitoring.
C. Channel Amplitude vs. Error
In this section, we investigate the relationship of the estimated signal amplitude and breathing rate error. First, we calculate the error for each of the three postures and five experiments. Then, we analyze the respiration rate errors separately for each of the 16 frequency channels. The plot of breathing rate error as a function of estimated amplitude of the 240 estimates is shown in Fig. 8 (a) . Clearly, the channels yielding higher amplitude estimates result in lower breathing rate errors. Channels that estimate an amplitude higher than 0.1 dB, all result to an accuracy of one bpm or better. Respectively, if an accuracy of 0.1 bpm is desired, on average, it can be achieved with channels that estimate an amplitude of 0.2 dB or higher. Thus, the signal amplitude offers a good metric for channel selection which we investigate in the following.
We analyze the estimated amplitude as a channel selection criterion by removing channels yielding the lowest amplitude estimates. We increase the number of removed channels sequentially. For each channel number, we estimate the respiration rate and calculate the accuracy of breathing monitoring in each posture and experiment as shown in Fig. 8 (b) . In the figure, the breathing rate errors for each channel number and experiment are shown with stars, and the solid line represents the mean error. As can be seen, when the estimated signal amplitude is used as a channel selection criterion, the breathing can be accurately monitored even using the measurements of a single channel. Using only one frequency channel, the respiration rate can still be estimated with a mean error of 0.05 bpm.
D. Sampling
In the following, we analyze the effect of decimation factor M and sampling frequency f s to breathing estimation. The respiration rate error as a function of M is shown in Fig. 9 (a). The decimation factor does not decrease the accuracy of breathing estimation considerably as long as the new sampling frequency f s /M is above the Nyquist frequency which in our case is 0.4 Hz. However, the effect of the decimation factor to the computational overhead is significant, since not only is the number of measurements lower (N/M ) but also the number of FFT points can be reduced to achieve the same resolution. For example, the average computation times of breathing estimation, using decimation factors of In this paper, we exploit high sampling frequency to increase the resolution of the RSS measurements. However, it is not always possible to sample the channel with such a high rate e.g. when more sensors are used to add spatial diversity to the measurements. Therefore, it is important to investigate the effect of the sampling frequency to breathing estimation. In the analysis, we decrease the sampling rate of the original RSS measurements, i.e. y(l) = y(∆k),
The results of breathing estimation using a lower sampling frequency along with the percentage of breathing estimates that yield ε > 1.0 bpm are shown in Fig. 9 (b) . Reducing the sampling frequency beyond 6 Hz has a negligible effect on breathing estimation. However, using sampling frequencies lower than 3 Hz start to effect the results considerably as the breathing rate error increases the lower is the used sampling frequency. More notably, the number of failed breathing estimates increases rapidly with sampling frequencies lower than 3 Hz. For example, already 25% of the estimates have an error higher than 1 bpm while using a sampling frequency of 1 Hz. Comparing the sampling frequencies and results with [7] (f s = 4.16 Hz, = 0.3 bpm) and [13] (f s = 2.34 Hz, = 1.0 bpm), we are confident that the achieved higher accuracy is mostly due to the advances enabled by the node and the used measurement setup. We exploit high sampling frequency, channel diversity, low-jitter periodic communication (standard deviation of 131 microseconds between receptions), and accurate time stamping with a resolution of 1/32 microseconds.
E. Effect of Posture
The RSS measurements are different for each posture and therefore, it is expected that the quality of breathing estimation varies with it. Interestingly, the pose has a negligible effect to breathing estimation when using a high sampling rate. However, the effect becomes evident when lower sampling rates are used as the resolution improvements due to over-sampling diminish. The percentage of breathing estimates that yield ε > 1.0 bpm error using lower sampling frequencies when the person is lying on their back and on their side is shown in Fig. 9 (c) .
It is noted that for our experimental setup breathing estimation is more robust when the person is lying on their back. In such a case, the largest chest movement is perpendicular to the line-of-sight. Therefore, the effect to the varying path length on the reflected waves is the largest. Correspondingly, when the person is lying on their side, the largest chest movement is parallel to the propagating RF signals. Thus, it has a significantly lower effect on the phase and amplitudes of the received multipath components resulting in lower g(k) amplitudes. Increasing the number of nodes and adding spatial diversity to the measurements could be exploited to increase the probability of successful breathing estimation for lower sampling frequencies.
F. Estimating Breathing of Two People
In the following, we demonstrate breathing monitoring of two people. However, we do not provide estimators for the model parameters when the signal is composed of multiples of sinusoids, each with unknown phase, amplitude, and frequency − an important research topic that will be addressed in future work.
We conduct two experiments with the same setup as used for the single person test. In the first test, two people are breathing at different frequencies, i.e., 0.2 and 0.25 Hz which corresponds to breathing rates of 12 and 15 bpm. In the second test, the people are breathing at the same frequency (0.2 Hz) but at different phase. We time the breathing so to have a 90
• phase difference, i.e., when the other person has inhaled their lungs full, the other person has their lungs half empty. We want to know if the different frequencies and phases are resolvable from the RSS measurements.
The PSD, when breathing at different frequencies, is shown in Fig. 10 (a) and clearly there are two local maxima located at 0.1999 Hz and 0.2503 Hz, corresponding to an error of 0.006 and 0.018 bpm. As in the single person experiments, the phases of the different channels are bimodal as shown in Fig. 10 (c) . In the experiment, the frequency separation between the breathing rates is high. Future work should investigate what is the required separation between the different breathing rates so that the local maxima are resolvable from the PSD.
When the people are breathing at the same frequency, as expected, the PSD only contains a single dominating frequency as shown in Fig. 10 (b) . This maximum is at 0.2005 Hz, an error of 0.03 bpm compared to the true breathing rates. It is the phase now that contains the information of the two people, since the phase estimates are not bimodal anymore as shown in Fig. 10 (d) . In the single person case, the phase estimates were always bimodal as shown in Fig. 7 (b) and therefore, the phase information can be used to identify that there may be more than one person in the monitored area.
It is to be noted that in the experiments, only a single TX-RX pair was used to monitor the breathing. It is expected that increasing the number of nodes while communicating on multiple frequency channels would favor the problem of estimating the respiration rates of multiple targets.
V. CONCLUSIONS
In this paper, we estimate breathing of a person using the RSS measurements of a single TX-RX pair and experimentally show that the breathing rate can be estimated with high accuracy. We exploit channel diversity, low-jitter periodic communication, and oversampling to enhance the breathing estimates, but also make use of a decimation filter to decrease the computational requirements of breathing monitoring. In addition, we propose to use a hidden Markov model to identify the time instances when breathing estimation is not possible.
The results indicate that the breathing rate of a single person can be estimated with an accuracy of 0.03 bpm, regardless of the person's posture. Further, we experimentally show that the amplitude of the estimated signals can be used to identify the channels that capture the breathing most reliably and propose to use it as a criterion for channel selection. Without influencing the accuracy considerably, we demonstrate that breathing estimation is possible using only the measurements of a single channel conditioned on all channels being monitored. In addition, we investigate the effect of sampling frequency and posture to the accuracy of respiration rate monitoring.
To the best of our knowledge, we are the first to show that breathing of two people can be monitored simultaneously. First, we show that different respiration rates leak to the RSS measurements and therefore, the breathing frequencies can be resolved from the PSD. Second, we investigate the situation where the people are breathing at the same rate but at different phase. The results show a clear dispersion in the phase estimates of the model parameters. This information can be used to identify that there are multiple people breathing in the monitored area.
We present an inexpensive alternative to non-invasive vital sign monitoring which can create new opportunities not only for improving patient monitoring in hospitals but also in home healthcare. Other opportunities of the proposed methods include: enhancing the life quality of elderly in ambient assisted living applications, to add context-awareness in smart homes, and in search and rescue for earthquake and fire victims.
